MISSOURI DEPARTMENT OF HEALTH
STATE PUBLIC HEALTH LABORATORY

DATAMASTER MAINTENANCE REPORT

m—

Complete this report in duplicate al the lime of the regular monthly preventive maintenance chack, and whenever instrument
is repaired. Send copy to Department of Health; retain original in department file.

DATAMASTER SN DATE OF INSPCCTION
970025 08/28/09
LOCATION OF INSTRUMENT {STREET AND CITY} TIME OF INSPECTION
202 8. 31d Street Louisiana, Mo 17:46

CHECKLIST: Place a check {v) to the left of each item if found to be satisfactory or if operating within established limits. {(Write
in observed values where delermined.) Unchecked items must be corrected before using instrument.

DIAGNOSTIC CHECK (PRINTOUT ATTACHED)

COMPUTER M oeTECTOR
PROGRAM [ FiLTERS

HEATERS SAMPLE CHAMBER . 49 °C

¥ QUARTZ STANDARD

FLOW DETECTOR

[ cALIBRATION

W PUMP HIGH SPEED

A PRINTER

INDICATOR LIGHTS

TIME AND DATE

SIMULATOR TEMPERATURE (34 °C 4 0.2°C)

¥ CALIBRATION CHECK -

RECIRGULATION PUMP}

Run three tesis using a standard solution. All three tests musl be within + 5% of the standard value and must have-a
spread of .005 or less. Check the box corresponding to the standard solution being used. (PRINTOUT ATTACHED) {USE -

M 0.100% STANDARD - MUST READ BETWEEN 0,095% and 0.105% INGLUSIVE
(] 0.040% STANDARD - MUST READ BETWEEN 0.038% and 0.042% INCLUSIVE
(ONLY ONE STANDARD iS5 TO BE USED PER MAINTENANCE REPORT}

TESTt ™ 096

TESTZ W™

TEST3 ™ 097

096

] PERFORM R.F.I. TEST (PRINTOUT ATTACHED)

FOLLOWS: (DO NOT INCLUDE SIMULATOR TESTS)

REFUSALS () (0-.04) 0 (.05-.09) 0

(.10-.14) 0

{.15-.19) 1 {Over .19) 0

and within eslablished limils (use other side if necessary)
Instrument Operating Within Established Limits

List any new parts and describe any alteration or modification that was made to reslore the instrument to operate satisfactorily

Guth Laboratories Lot # 09120

INSPECTING OFFICER
SIGNATURE

PRINT NAME
Marc Mccollister

R N
L L AINe
TYPE 11 PERIIT NUMBER/EXPIRATION BATE

920022/02/10/11

TELEFHONE NUMBER

S )54 -Yoa |

MO S80- 1468 (3-99)

AN EQUAL DPPORTUNDY/M FIATIVE ACTION EMPLOYER

Lab-1i6

SETEEAS PHov e d 0N 3 Randsannnatory bass




GUTH LABORATORIES, INC.

530 NORTH 67th STREET ® HARRISBURG, PA 17111- 4611 @ TELEPHONE; 717-564-6470

LY

CERTIFICATE OF ANALYSIS
‘HCe_rtified .Alcohol Reference Solution for Simulator

Raﬁdom Samples of Lot Number 09120 of
Alcohol Reference -Solution for Simulator were analyzed by
gas chromatography and found to contain 0.1198 percent
(w/vol) ethyl alcohol. The exi)iration date for this lot
number is April 8, 2010 at 11:59 PM. '

When used in a calibrated Simulator, operating at
34°C  +/- .2°C, this solution will give a breath alcohol

analysis instrument reading of 0.10 percent BAC.

The alcohol and water used in this solution were

free of test interfering substances.

Ted L. Pauley, President
GUTH LABORATORIES, INC.



FACE THIS SIDE DOWN - THIS EDGE iN FIRS

BAC DataMaster
Evidence Ticket
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OPERATOR SIGNATURE _ A /Z A7 ’// /Z/ g/ /

Card Stock No.

60021
REORDER ALL SUPPLIES FROM N.P.AS.
P.O. BOX 14'3'5, MANSFIELD OH 44801

FACE THIS SIDE DOWN - THIS EDGE IN FIRST

BAC DataMaster
Evidence Ticket
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OPERATOR SIGNATURE - M g j QZ//
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Card Siock No,

RECRDER ALL SUPPLIES FROM N.P.AS.
P.Q. BOX 1435, MANSFIELD OH 44901




FACE THIS SIDE DOWN - THIS EDGE IN FIRST

BAC DataMaster
Evidence Ticket
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REORDER ALL SUPPLIES FROM N.P.A.S.
P.0O. BOX 1435, MANSFIELD OH 44801

OPERATOR SIGNATURE / 4

Card Siock No,
60021




State of Missouri
DEPARTMENT OF HEALTH

PERMIT
TYPE i

MARC MCCOLLISTER

is hereby authorized to instruct and supervise operators, train instructors, inspect,
calibrate, perform field repairs, and opsrate the following breath analyzer(s):

DATAMASTER

for the determination of the alcoholic content of blood from a sample of expired (alveolar)
air. Issued under the provisions of sections 577.020 through 577.041, RSMo 1986.

Yo~ ¥ Wathumasont

- Dlrector of State Public Health Laboratory

pate _02/10/09

020022
Number iy .
02/10/2011 et 7. ZQ"“%
Explres
Direstor, Dapartment of Health
MO 560-0771% (7-88) Lab. 4 (R7-88)




